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1.Introduction
Urea is one of the final products of protein metabolism. Urea is an omnipresent compound
present in blood and various organic fluids.
The urea concentration in the blood lies  between 2.5-6.7  mM (15-40mg/dl)  while  patho‐
physiological  range covers  30-150 mM (180-900 mg/dl).  Theprimary function of  the kid‐
neys  is  to  remove wastes  from the  body.  These  mayinclude  the  by-products  of  normal
physiologic  processes,  drugs,  and  various  toxins.When  the  kidneys  malfunction,  such
substances  begin  to  accumulate.  Over  time,progressive  kidney failure  can result  in  ure‐
mia  [1-2].  On  the  other  hand,  urea  can  passes  directly  into  the  milk  through  diffu‐
sion.Therefore,  milk  is  the  second  major  biological  sample  for  the  study  of  urea
concentration [3]. A periodic monitoring of urea in milk can be used to predict the state
of animal’s  health and predict  theprotein requirement in its  diet  [4].  Besides milk,  pres‐
ence of urea in agricultural land as apollutantdue to excessive use fertilizers is also wide‐
ly  known.  Various  methods  were  used  for  the  determination  of  urea.Amongst  these
methods,  detection  through electrochemical  mode  is  highly  adopted  and versatile.  This
method involves the use of electrochemical urea biosensor. In the development of electro‐
chemical  urea  biosensors,  immobilization  of  urease  over  modified  electrodes  is  the  key
parameter which decides the sensitivity and reproductibility of the sensor.
Therefore, devices developed based on biocatalyst “urease” to analyze urea also known as
urea biosensors are of vital importance [1-5]. For the fabrication of the urea biosensor, urease
is immobilized over a substrate, which would can be a polymeric film electrodeposited on a
metallic electrode. In a series of our previous papers, it was described the obtainment of dif‐
ferent polymeric films, their mechanical and electrochemical characteristics as a function of
chemical composition of synthesis solution, as a function of morphological structure and
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conditions for obtaining [6-11]. After urease was immobilized in polymer film, in this case in
polyaniline film, the immobilized urease catalyzes the urea conversion into ammonium and
bicarbonate ions based on enzyme substrate reaction. Many biosensors have been developed
for the determination of urea in the biological samples namely spectrometry, potentiometry
with application of pH sensitive electrode, conductometry, coulometry,amperometry and
inductometry [12-24].
Urea determinationhas been performed regularly in the medical field to study the proper
functioning ofthe kidney. It can say that, the urea biosensors mainly are used in the medical
field and also, in the food industry. The food industry has the requirement of a sensing sys‐
tem to accurately analyze dairyproducts during their manufacture and quality control. Urea
biosensor is a valuable tool for monitoring the urea content of adulterated milk. Urea can
stress the environmentbecause it decomposes to ammonia, which is very toxic, and so it can
pollute thestreams and rivers into which it drains. So urea biosensor can be an economical
tool to monitor the concentration of urea to be between limits allowed. The commercial bio‐
sensors that are available, suffer the drawbacks of highcost, complicated construction, and
require extra electrodes to compensate forelectrical interferences. Therefore, the develop‐
ment of cost effective and disposable biosensors for the detection of clinically important me‐
tabolites, such as urea, is a scientific matter of great importance.
In the present paper, a new polymeric film based on polyaniline was synthesized and em‐
ployed as a new electron-mediating support material for fabricating urease-immobilized
electrodes. For this purpose, the urease-immobilized electrodes were prepared using the
electrodeposited polyaniline films of various thickness andapplication todetection ofurea by
amperometric method.
2. Experimental
The electrochemical polymerizations were carried out using a conventional three electrodes
system. A platinum electrode and a saturated calomel electrode (SCE) were used as counter
and reference electrode, respectively. The reference electrode was placed in a separate cell
and was connected to the electrolytic cell via a salt bridge that ends as a Luggin capillary in
the electrolytic cell. This arrangement helps in reducing the ohmicresistance of the electro‐
chemical system. The working electrode was made from a platinum disk. In this paper were
used: aniline 99.5%, urease, urea, Ringer-Brown solution,sulphuric acid 98% which were
purchased from -Sigma-Aldrich or Fluka and all were of analytical grade.Bidistilled water
was used for all sample preparations. Cyclic voltammetry and electrochemical impedance
spectroscopy were used to investigate the electrochemical characteristics of the obtained
modified electrodes. Electrochemical experiments were carried out with an automated mod‐
el VoltaLab 40 potentiostat / galvanostat with EIS dynamic (electrochemical impedance
spectroscopy) controlled by a personal computer.
All the following potentials reported in this work are against the SCE. Scanning electron mi‐
croscopy (SEM) was used to compare the microstructures of the deposited films.
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3. Preparation of the modified electrodes
The Pt electrode was carefully polished with aqueous slurries of fine alumina powder 0.05
μm on a polishing cloth until a mirror finish was obtained. After 10 min sonication, the elec‐
trodes were immersed in concentrated H2SO4, followed by thorough rinsing with water and
ethanol. The prepared electrodes were dried and used for modification immediately. The
purepolyaniline(PANI) films were prepared from an aqueous solution of 0.2mol/L aniline +
0.25 mol/L H2SO4 by cyclic voltammetry on the potential range of -250 mV to +900mV with a
scan rate of 10mV/s and for a number of 20 cycles, when a thick film of PANI was electrode‐
posited. In this way, it was obtained PANI/platinum substrate modified electrode. Enzymat‐
ic electrode type PANI/Urease/Pt was obtained by dripping method. Aqueous urease
solution of 0.76 mg/mL was prepared using 38 mg urease (65.7 u.a. /mg) and 50 mL bidistil‐
led water in order to get the final enzyme layer casting solution 10μL of the enzyme-layer
casting solution was pipetted out onto the PANI/platinum substrate modified electrode sur‐
face and allowed to dry. We shall assume that the urease solution sipped into the porous
PANI layer. Hence, we shall refer to the resulting enzyme biosensor by the full shorthand:
PANI/UreaseDrop/Pt substrate (where Drop means that enzymatic electrode was obtained
by dripping method). The biosensor thus made was always kept in the working buffer (in
our case, the Ringer - Brown solution) at 40C when not in use, and rinsed with deionized
water between experiments.
Then, we tried to obtain an enzymatic electrode type PANI/Urease/Pt by electropolymeriza‐
tion from a synthetic solution containing: 0.2 mol/L aniline + 0.25 mol/L H2SO4 + 0.76 g/L
urease, by cyclic voltammetry on the potential scanning range of -250 to +900 mV at a scan
rate of 10mV/s and for a cycles number of 20. Several attempts have been made but there
was no co-deposition, consequently the enzymatic electrode was not obtained. New at‐
tempts were made and finally, the enzymatic electrode was obtained by co-deposition.
But,in this case was obtained first a thinpolyaniline film by electropolymerization from a
synthetic solution containing: 0.2 mol/L aniline + 0.25 mol/L H2SO4, by cyclic voltammetry
on the potential scanning range of -250 to +900 mV at a scan rate of 10mV/s and for a num‐
ber of 10 cycles. The obtained modified electrode PANI/Pt was rinsed with bidistiled water
and then it was immersed in another synthetic solution containing 0.2 mol/L aniline + 0.1
mol/L H2SO4 + 0.76 g/L urease. Using the cyclic voltammetry on the potential range of -250
to +900 at a scan rate of 10 mV/s and for 10 cycles, the enzymatic electrode PANI/Urease‐
COD/Pt was successfully obtained.In this case we shall refer to the resulting enzyme biosen‐
sor by the full shorthand PANI/UreaseCOD/Pt,where COD is co-deposition.
4. Results and discussions
Amperometry is most commonly used technique for biosensors based on conductingpoly‐
mers. Devices based on amperometry measure the change in current as a consequence of
specific chemical reactions which take place at biotransducer electrode surface under none‐
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quilibrium condition. The principle of the amperometry is based on the efficiency of the
electron transfer between the biomolecule and underlying electrode surface in presence of
electron mediator or conducting polymer. Moreover, amperometric biosensors are not only
limited to the redox enzyme but also related to the biocatalyst reaction and interaction of the
reaction product with conducting polymer to induce change in current [15-16]. Urea biosen‐
sor is the typical example of biocatalyticamperometric biosensor where ammonium ion
which is a product of biocatalytic reaction interacts with polymer to induce a change in con‐
ductivity of the polymer. As mentioned before, in urea biosensors the enzyme immobilized
to the electrode surface catalyzes the hydrolysis of the urea, in an overall reaction leading to
the formation of ammonium, bicarbonate and hydroxide ions as shown below:
+ - -
2 4 3 3H O    2NH + HCO + OHUreaseUrea ¾ ®+ ¾¾ (1)
The ionic products of the above reaction change the electronic properties of the biosensor
electrode (modified with conducting polymers), which can be observed by various electro‐
chemical techniques, in this case was used amperometric technique. Devices based on am‐
perometry measure the change in current as a consequence of specific chemical reactions
which take place at biotransducer electrode surface under nonequilibrium condition.
For the beginning, the enzymatic electrode type PANI/UreaseDrop/Ptwas obtained by drip‐
ping method. In figure 1 are shown the polymerization cyclovoltammograms of aniline for
obtainment of PANI/Pt modified electrode. Hence, these voltammogramswere recordeddur‐
ing the growth of PANI film. As we can see from figure 1, at the cyclic potential sweep on
the range -250 mV up to +900 mV, on the cyclic voltammograms appear three anodic oxida‐
tion peaks while, at the reverse potential sweep on the cathodic branch appears also three
reduction peaks. This behaviour can be explained in the following mode: it is well known
that polyaniline can exist in three different oxidation states such as leucoemeraldine (fully
reduced form), emeraldine(partially oxidized form) and pernigraniline (fully oxidized form)
as shown in the following scheme:
A very important characteristic of polyaniline consists in the fact that its structural units
contain two different entities with different ponderables. Taking into account this property
we can write thus: when y = 1, we have leucoemeraldine base, when y = 0 we obtained per‐
nigraniline base and when y = 0.5 an intermediate state between leucoemeraldine and perni‐
graniline is obtained which is called emeraldine base. These forms of polyaniline are
dependent on the applied potential. At the increasing anodic potential sweep the oxidation
forms of polyaniline are obtained and on the anodic branch of the cyclovoltammogram ap‐
Scheme 1.
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pear the oxidation peaks while at the reverse potential sweep the reduction processes take
place, on the cathodic branch of the cyclovoltammograms appear the reduction peaks. The
three polyaniline oxidation forms correspond to the three anodic oxidation peaks while, the
three polyaniline (PANI) reduction forms correspond to the three reduction peaks from the
cathodic branch of cyclovoltammograms [6-11].
On the platinum surface of the working electrode a polyaniline thick film was electrodepos‐
ited and for the obtainment of the enzymatic electrode, the urease was immobilized in the
PANI thick film by the dripping method (see chapter intitulated: Preparation of the modi‐
fied electrodes).
Figure 1. The obtainment of a PANI thick film by cyclic voltammetry from a synthesis solution of 0.2M aniline + 0.25 M
H2SO4 using a potential scan rate of 10mV/s, on the potential range of -250 mV up to +900 mV and for 20 cycles.
Further,the obtained enzymatic electrode PANI/UreaseDrop/Pt was rinsed with bidistiled
water and then immersed in a Ringer – Brown solution. Using the cronoamperometry meth‐
od were registered the response currents at the addition of the urea samples. Hence, the test‐
ing of the obtained biosensor was carried out by amperometry method at the constant
potential, in our case, at the open circuit potential.
In figure 2 is shown the variation diagram of response current at the successive additions of
the urea samples.
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Figure 2. Response value of the peak current versus time at successive additions of the urea samples of 0.05mM (1 ml
urea solution 0.05M).
Bellow, in figures 3 are presented the calibration curves of urea biosensor obtained by drip‐
ping method on different concentration ranges.
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Figure 3. Calibration curve of urea biosensor type PANI/UreaseDrop/Pt namely,value of response current versus con‐
centration of urea additions. Inset shows linear range of variation of response current value versus concentration of
urea additions for urea biosensor type PANI/UreaseDrop/Pt.
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Analyzing the obtained results (see figures 2 and 3), it can be observed that, these results are
not satisfactory and for this reason it was fabricated a new urea biosensor namely PANI/
UreaseCod/Pt so how it was described in chapter intitulated: Preparation of the modified
electrodes. As we shown, initially it was obtained a thin film of PANI (see figure 4) and then
the urea biosensor of type PANI/UreaseCod/Pt (see figure 5). For this reason, the obtained
modified electrode type PANI thin film/Pt was immersed in a synthesis solution of 0.2
mol/L aniline + 0.1 mol/L H2SO4 + 0.76 g/L urease, and then the electrode potential was
scaned on a scanning range of -250 to +900 mV at a scan rate of 10mV/s and for a number of
10 cycles.
Figure 4. The obtainment of a PANI thin film by cyclic voltammetry from a synthesis solution of 0.2M aniline + 0.25 M
H2SO4 using a potential scan rate of 10mV/s, on the potential range of-250 mV up to +900 mV and for 10 cycles.
Analyzing in comparison to figure 5 the figure 1,it can be observed that,the shape of cyclo‐
voltammograms from figure 5 differ very much comparative to shape those from figure
1.This fact points out that,the redox processes are very different in the two electrdeposited
films, respectively,in the thick PANI film (figure 1) and in the PANI/Urease co-electrodepos‐
ited film (figure 5). In the same time, this fact proves that the composition and morphologi‐
cal structure of the two electrodeposited films are different and that means that the urease
was entrapped in polyaniline matrix.Thus,the urease enzymatic electrode type PANI/Urea‐
seCOD/Ptwas formed.
The testing of the obtained biosensor was carried out by amperometry method at the con‐
stant potential, in our case,at the open circuit potential, in a Ringer-Brown solution and the
response currents were registered at the addition of the urea samples and after different
times.
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Figure 5. The recorded cyclovoltammograms at the urea biosensor obtainment by electropolymerization from a syn‐
thesis solution of 0.2 mol/L aniline + 0.1 mol/L H2SO4 + 0.76 g/L urease, on the potential scanning range of -250 to
+900 mV at a scan rate of 10mV/s and for a number of 10 cycles.
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Figure 6. The response value of the peak current versus time at the successive additions of urea samples of 0.05 mM
(1 ml solution urea 0.05M), for urea biosensor type PANI/UreaseCod/Pt.
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Figure 7. Calibration curve of urea biosensor of type PANI/UreaseCod/Pt which shows the variation of the response
current versus urea concentration. Inset shows linear response range of urea biosensor type:PANI/UreaseCod/Pt
Further,the influenceoftestingtime on the value of the response currentwasstudied. Infigure
8 is shown the variation diagram of the response current after 24 hours. As, it can be ob‐
served, the activity of urea biosensor is still high enough and this fact proves that the sensor
type: PANI/UreaseCod/Pt is much better than the sensor type: PANI/UreaseDrop/Pt. This
fact points out that, obtainment of the enzymatic electrode by co-electrodeposition lead to
results much more good and to a biosensor much more stable and sensitive, see in compari‐
son the figures 2, 6 and 8.
Enzymatic
electrode Response current peak Response current peak (after 24 hours )
i1, [µA/cm²]
i2, [µA/
cm²]
i3, [µA/
cm²]
i4, [µA/
cm²]
i5, [µA/
cm²]
i1, [µA/
cm²]
i2, [µA/
cm²]
i3, [µA/
cm²]
i4, [µA/
cm²]
i5, [µA/
cm²]
PANI/
UreaseDrop/
Pt
51.72 24.61 19.19 15.61 10.93 5.24 3.27 2.16 1.45 0.67
PANI/
UreaseCod/P
t
77.44 43.68 36.65 32.72 30.57 24.97 23.89 22.74 21.97 19.89
Table 1. The values of response currents for urea biosensors synthesised in different modes,only for the firstfive
samplesof ureaadded and different times
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Figure 8. Response value of peak current versus time for urea biosensor type PANI/UreaseCod/Ptto successive addi‐
tions of urea samples of 0.05mM (1mL urea solution of 0.05 M) after 24 hours.
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Figure 9. Calibration curve of urea biosensor of type PANI/UreaseCod/Pt which shows the variation of the response
current versus urea concentration.Inset shows the response linear range for urea biosensor type:PANI/UreaseCod/Pt
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Further, in table 1 are given the values of response current at the succesive additions of urea
samples, immediately after biosensor preparation and after 24 hours.
Comparative analysis of current response values in Table 1 and Figures 2, 6 and 8, it can be
observed that, in the case of urea biosensor type PANI/UreaseCod/Pt the response currents
are much higher than the response currents of the biosensor typePANI/UreaseDrop/Pt, this
means that sensitivity is much better than for biosensor type: PANI / UreaseDrop / Pt. Ana‐
lyzing the values of response current after 24 hours from table 1, it can be observed that, for
the biosensor typePANI/UreaseDrop/Pt, the values of the response currents have decreased
very much in comparison to values of response current for biosensor type PANI/
UreaseCod/Pt. This facts points out that the stability of biosensor type, PANI/UreaseCod/Pt
is much higher than for biosensor type: PANI / UreaseDrop /Pt.For this reason, is advisable
to obtainthe urea biosensors by co-electrodeposition of polyaniline and urease enzyme.
Hence, the obtainment of urea biosensor type PANI/UreaseCod/Pt by co-electrodeposition
leads to a much more strong immobilization of urease into polymeric matrix and this fact
means that, the stability and sensitivity of fabricated biosensor is much more higher than the
biosensor typePANI/UreaseDrop/Pt obtained by dripping method.
The results of analysis carried out on milk samples contaminated with urea were in good
concordance with experimental results given above in the paper.
 
Figure 10. SEM images of different magnitudes for polyaniline electrodeposited film
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 Figure 11. SEM images of different magnitudes for PANI/Urease co-electrodeposited film.
For a better understanding of these electrodeposited films behaviourwas given SEM images
more of different magnitudes – see figures 10 -11.
Comparative analysis of the SEM images from figures 10 and 11,points out that, morpholog‐
ical structure of the two films differ greatly of and also, one can see how the biomolecules of
urease are entrapped into polyaniline matrix.In this way it can be explained the different be‐
haviour of the two biosensors namely PANI/UreaseDrop/Pt and PANI/UreaseCod/Pt in the
same conditions. Also, in the same mode the difference between the shapes of the cyclovol‐
tammograms of the two electrodeposited films can be explained.
5. Conclusions
The result presented indicates that the electrochemical behaviour of polymer film electrodes
is strongly dependent on the actual morphology of the polymer matrix;
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The morphology of polymer matrix is an essential factor for the processes occurring in these
films and in the design of electrodes for practical purposes;
The rate of charge transport which is of vital importance in the use of these systems for elec‐
trocatalytic purposes can be influenced by the temperature, the nature of the supporting
electrolyte and its concentration;
The stability of the surface layer may be influenced by applying the proper conditions of
film preparation, as well as high electrolyte concentration;
The obtained modified electrodes are stable, highly permeable for ions but at the same time
fulfill the conditions needed for fast electron transfer.
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